
Notice Inviting e

West Bengal Medical Services Corporation

GN

E mail: 
 

Supply and Commissioning of 
Chattopadhyay Govt. Medical College & Hospital and Jalpaiguri Govt. Medical College & 

(Discipline
     

Bid Reference No.: WBMSCL/NIT

Amendment-I 

REVISED TECHNICAL SPECIFICATION

a) Folding Metal Rod Upto 7 Ft
 Height : maximum 7 Ft.
 Item Should be made of Stainless Steel  (SS304  grade)
 Accuracy : maximum 1 mm
 Calibration should be both inch and cm ( every inch 

divided into 10 equal divisions)
 

b) Osteometric Board  

 Board material 
 Material – Aluminium
 Category – Diagnostic
 Type - Manual  

c) Craniometer : 
 Item Should be made of Stainless Steel  (SS304  grade)

 
Notice Inviting e-Tender 

 

West Bengal Medical Services Corporation
Swasthya Sathi 

GN-29, Salt Lake, Sector-V 
Kolkata-700091  

Phone No (033) 40340307/320 
E mail: procurement@wbmsc.gov.in 

Supply and Commissioning of different medical equipment for 2 (two) new MCHs
Chattopadhyay Govt. Medical College & Hospital and Jalpaiguri Govt. Medical College & 

Hospital, Jalpaiguri  
(Discipline- Forensic Medicine & Toxicology) 

     (Submission of Bid through online) 
 

Bid Reference No.: WBMSCL/NIT-205/2023                                                  

 

Schedule-I 
REVISED TECHNICAL SPECIFICATION

Item No- 01 
Anthropometric Set 

Folding Metal Rod Upto 7 Ft : 
Height : maximum 7 Ft.  
Item Should be made of Stainless Steel  (SS304  grade) 
Accuracy : maximum 1 mm 
Calibration should be both inch and cm ( every inch and every cm should be 
divided into 10 equal divisions) 

Board material – Cast iron 
Aluminium 
Diagnostic 

Manual   

Item Should be made of Stainless Steel  (SS304  grade) 

West Bengal Medical Services Corporation Limited 

for 2 (two) new MCHs- Sarat Chandra 
Chattopadhyay Govt. Medical College & Hospital and Jalpaiguri Govt. Medical College & 

          Dated-26.04.2023 

REVISED TECHNICAL SPECIFICATION 

and every cm should be 



 Accuracy : maximum 1 mm 
 Weight : maximum 700  gm (for easy handling)   

 

Item No- 12 

Weighing Machine For Fetus 

 Mode of operation – Fully Automated  

 Max capacity – 30 kg 

 Operating Temperature – 5-350C  

 Accuracy – 0.5gm 

 Display - LCD 

 


