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Revised Technical Specifications 

Haemoglobinometer Sahil or Helige 

Specification Specification Name 
Bid Requirement 

(Allowed Values) 

Certifications & 

Standards 

Conformity to Manufacturing 

Standards 
ISO 9001 & ISO 13485 

Certificates CE/ CDSCO / BIS 

Technical 

Specifications 

Operating Temperature 5 to 45 deg Celcius 

Zero Setting Automatic, Manual 

Measurement Range (g/dl) 0 to 20, 0 to 40 

Wavelength 540 nm 

Rated Voltage 6v,1.66 A, 6.8V,0.3A 

Measurement Method Photometry 

Detector type Photometric 

Display Type LED, LCD 

Calibration Automatic, Manual 

Power Requirements 

Battery Operating Time 120.0 

Battery Type 
3.6 V, Lithium-ion, 3.6 V, Ni-

MH 

Power Supply 220-240 V , 50 Hz, NA 

Additional 

Accesssories 

Test Tube Stand Provided Yes 

Test Tube provided Yes 

Dust cover Provided Yes 

Purchase 

Information 

Installation, Demonstration 

and training to be provided 

at consignee end 

No 

Warranty Duration 2.0 

User/Technical/Maintenance 

manuals to be supplied in 

English in hard and soft copy 

No 

Additional Specification Parameters - Haemoglobinometer Sahil or 

Helige 

Specification Parameter 

Name 
Bid Requirement (Allowed Values) 

Warranty 3 years instead of 2 years 

 


